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			ABSTRACT: Three-dimensional cone-beam computed tomography (CBCT) has an important role in the detection of vertical root fractures (VRFs). The effect of artifact generation by high-density objects like dental implants on image quality was well documented. This study aimed to assess the effect of tooth-implant distance and the application of metal artifact reduction (MAR) algorithm on the detection of VRFs on CBCT scans. This study was conducted on 20 endodontically treated single-rooted teeth. VRFs were induced in 10 teeth, while the other 10 remained intact. The implant was inserted in the right second premolar socket area, and two teeth were inserted in right canine and right first premolar sockets area randomly and underwent CBCT with and without the application of MAR algorithm. SPSS 21 was used to analyze the results (alpha=0.05). According to the findings of this study, all four variables of sensitivity, specificity, accuracy, and positive predictive values in diagnosis were higher in cases without MAR software at both close(roots in first premolar sockets) and far distances (roots in canine sockets) from the implant. However, the highest rate of diagnosis accuracy of the first and second radiologists was in the far distance group from the implant without MAR, and the lowest rate of diagnosis accuracy in the first and second radiologists was in the close distance to the implant. Applying MAR algorithm had no positive effect on detection of VRFs on CBCT scans in both close and distant scenarios. 

			KEYWORDS: Metal artifact reduction algorithm; Vertical root fracture; Cone-Beam computed tomography.

			RESUMEN: La tomografía computarizada de haz cónico tridimensional (CBCT) tiene un papel importante en la detección de fracturas radiculares verticales (VRF). El efecto de la generación de artefactos por objetos de alta densidad como los implantes dentales en la calidad de la imagen está bien documentado. Este estudio tuvo como objetivo evaluar el efecto de la distancia entre el diente y el implante y la aplicación del algoritmo de reducción de artefactos metálicos (MAR) en la detección de VRF en escaneos CBCT. Este estudio se realizó en 20 dientes uniradiculares tratados endodónticamente. Se indujeron VRF en 10 dientes, mientras que los otros 10 permanecieron intactos. El implante se insertó en el área del alveolo del segundo premolar derecho, y dos dientes se insertaron en el canino derecho y en el área del alvéolo del primer premolar derecho al azar y se sometieron a CBCT con y sin la aplicación del algoritmo MAR. Se utilizó SPSS 21 para analizar los resultados (alfa=0,05). De acuerdo con los hallazgos de este estudio, las cuatro variables de sensibilidad, especificidad, precisión y valores predictivos positivos en el diagnóstico fueron más altas en los casos sin el software MAR tanto en distancias cercanas (raíces en las cavidades de los primeros premolares) como lejanas (raíces en las cavidades de los caninos) del implante. Sin embargo, la tasa más alta de precisión diagnóstica del primer y segundo radiólogo fue en el grupo de mayor distancia al implante sin MAR, y la tasa más baja de precisión diagnóstica en el primer y segundo radiólogo fue en la distancia cercana al implante. La aplicación del algoritmo MAR no tuvo un efecto positivo en la detección de VRF en escaneos CBCT en escenarios cercanos y distantes.

			PALABRAS CLAVE:  Algoritmo de reducción de artefactos metálicos; Fractura Radicular Vertical; Tomografía computarizada de haz cónico.

		

		
			Introduction  

			CBCT is a three-dimensional (3D) dental imaging modality which provides accurate 3D images of fine anatomical structures with high quality and spatial resolution, and has advantages such as lower cost, allowing the use of a smaller field of view (FOV), faster scanning, higher resolution, and more importantly, lower patient radiation dose compared to the computed tomography (1). 

			VRF refers to the fracture of root structure, along with its longitudinal axis. The prognosis of teeth with VRF depends on several factors, such as patient’s age, stage of root development, the magnitude of coronal displacement of the tooth, and the gap between the broken segments. A definite diagnosis of VRF is critical to prevent unnecessary tooth extraction (2). The diagnosis of VRF often requires combined clinical and radiographic assessments, and exploratory surgery in some cases. Recently, the application of CBCT as a more accurate modality was proposed for the diagnosis of VRF (3). Materials with high density/atomic number, such as metals (as in dental implants) cause beam hardening and subsequently decrease the image contrast and cause blurring of the objects of interest and their adjacent structures on CBCT images, which are referred to as image artifacts, and can compromise correct diagnosis of VRFs (4). To minimize the adverse effects of artifacts on diagnostic accuracy, CBCT exposure parameters may be changed or a metal artifact reduction (MAR) algorithm may be applied (4). 

			This study sought to evaluate the impact of the MAR algorithm and tooth-implant distance on the diagnostic accuracy of CBCT for the detection of VRF in teeth adjacent to dental implants because tooth-implant distance significantly affects the diagnostic accuracy of VRFs and there are a few studies on this subject.

			Materials and Methods 

			This in vitro experimental study was conducted on 20 extracted single-canal human anterior and premolar teeth. The study was approved by the ethics committee of Hamadan University of Medical Sciences (IR.UMSHA.REC.1400.383). Absence of fracture confirmed with a magnifying glass and periapical image, and teeth with internal and external resorption and calcification were excluded from the studyto prevent bias related to crown fracture. They were decoronated at the cement enamel junction with disk. The root canal therapy was done by Pro-taper Universal rotary system, and the working length considered 1mm less than the end of the radiographic apex. At each stage, the Canal was washed using a 23-gauge syringe with sufficient pressure and normal saline solution. Obturation was performed by cold lateral condensation method using Guttapercha and resin sealer (META, Chungcheongbuk-do, Korea).Then roots were randomly assigned to two groups (n=10). In group 1, universal testing machine was used to induce a VRF in roots at a speed of 1mm/minute. When the pressure on the teeth  was decreased by 20%, the teeth came out from the device(A 20% drop in pressure was indicative a fracture) (Figure 1).The roots remained intact in group 2 (control group). After that, implant hole was drilled at the right second premolar site by a surgical drill for placement of a nickel-titanium implant, and two teeth were randomly selected (both roots can be with fracture or without fracture or one with fracture and the other one without fracture) and mounted in the extraction sockets of right canine (with 20mm distance from the implant) and right first premolar (with 9mm distance from the implant) in the dry human mandible (Figure 2). The roots were then mounted in a sound dry human mandible by melted wax, and the dry mandible was inserted in water in a clear plastic container to simulate beam attenuation by water. CBCT was performed using Kodak 9600 3D CBCT scanner with 8x5cm FOV, 75µm voxel size,8mA, 60 kVp, and 6.1 s time once using MAR algorithm and once without it. Then, the location of the tooth roots was switched, and the dry mandible underwent another CBCT once with the application of MAR algorithm and once without it (Figure 3).

			One radiologist and one postgraduate student of oral and maxillofacial radiology evaluated the images under similar conditions (in a semi-dark room using OnDemand3D software) in a double-blind manner, and filled out a checklist regarding presence/absence of VRFs. After 7 days, the images were assessed again under the same conditions. Based on provided checklist, both observers recorded their opinion regarding the presence/absence of VRF in teeth in the following four scenarios:

			
					First scenario: Close distance between tooth and implant without MAR algorithm.

					Second scenario: Far distance between tooth and implant without MAR algorithm.

					Third scenario: Close distance between tooth and implant with MAR algorithm.

					Fourth scenario: Far distance between tooth and implant with MAR algorithm.

			

			The diagnostic sensitivity and specificity values were computed independently for each observer and for each procedure, and the receiver operating characteristic (ROC) curve was created for comparison with the standard values. Intraclass correlation coefficient (ICC) was calculated to assess the inter-observer and intra-observer agreements. All statistical analyses were carried out using SPSS version 21 at 5% level of significance. 

			  

			Results 

			Table 1 presents the diagnostic sensitivity, specificity, accuracy and positive predictive value for two observers in their first observation for different scenarios.  

			As shown in Table 1, in close distance without MAR, the first and the second observers correctly detected the roots with VRFs in 50% and 70% of cases, respectively. Furthermore, the first and the second observers correctly detected the roots without VRFs in 90% and 80% of the cases, respectively. 

			Figure 4 to Figure 7 show the ROC curve regarding the performance of two observers in detection of VRFs in the four scenarios in their first observation.

			 The maximum area under the curve (AUC) for the first and second observers was recorded in the second scenario, which was 0.9 and 1.00, respectively. 

			Table 2 presents the diagnostic sensitivity, specificity, accuracy and positive predictive value for the two observers in their second observation separately for each scenario. 

			As shown in Table 2, in close distances without MAR, the first and the second observers correctly detected the roots with VRFs in 50% and 60% of the cases, respectively. Moreover, the first and the second observers correctly detected the roots without VRFs in 100% and 90% of the cases, respectively. 

			Figure 8 to Figure 11 show ROC curve regarding the performance of two observers in detection of VRFs in the four scenarios in their second observation. 

			 The maximum AUC for the first and second observers was recorded in the second scenario, and was 0.90 and 0.95, respectively. 

			Table 3 presents the kappa values for intra-observer agreement of each observer for each scenario. 

			The highest agreement between the first and second observations for the first and second observers was in the second scenario, in an amount of 100% and 90%, respectively. 

			Discussion 

			Partial or complete longitudinal root fractures known as VRFs often call for tooth extraction (5,6). VRFs may be difficult to diagnose, and early identification is crucial to stop further bone loss by adopting preventative action (6). Although periapical radiography is often the first choice for the detection of VRFs, it may lead to misdiagnosis since it provides 2D images and causes image distortion and superimposition of anatomical structures. By the provision of 3D images, CBCT eliminates the superimposition of anatomical structures to a great extent, and minimizes distortion, resulting in higher diagnostic accuracy than periapical radiography for detection of VRFs (7). Nonetheless, the quality of CBCT images often decreases in terms of the presence of metals, such as dental implants and compromises correct diagnosis in areas adjacent to metal objects. To minimize the effects of artifacts on diagnostic accuracy, CBCT exposure parameters can be altered or MAR algorithm can be applied (8). According to the results, in close tooth-implant distance, the diagnostic sensitivity (detection of teeth with VRF) and the specificity roots without VRF were lower in the application of MAR algorithm, compared with no MAR. In distant position, the sensitivity and the specificity was lower in application of MAR compared with no MAR. Furthermore, the maximum AUC in both the first and second observations for both observers was recorded in the second scenario (distant position, no MAR), indicating that the second scenario had the highest diagnostic accuracy. 

			The highest diagnostic accuracy for both observers was noted in far distance without MAR, and the lowest diagnostic accuracy for both observers was noted in the close tooth-implant distance, without MAR for the first observer and with MAR for the second observer. This result can probably be explained by the beam hardening phenomenon, which is the increase in X-ray beams with moderate energy levels as a result of low-energy photons being absorbed by the objects rather than high-energy photons, which results in artifacts generated by the implant material that mask the fracture line or streaks that resemble VRF and produce false positive results (9). MAR algorithm is used to decrease the artifacts of the final image and increase its diagnostic accuracy. Nonetheless, the present results showed that applying MAR decreased the diagnostic accuracy, sensitivity, and specificity value for the detection of VRFs on CBCT scans, compared with no use of MAR algorithm. In general, the diagnostic accuracy in distant position was higher than that in the close tooth-implant distance, and in both scenarios, the diagnostic accuracy without MAR was higher than that with MAR (except for the first observation by the first observer, where, the diagnostic accuracy in the close distance was higher in the presence of MAR, compared with absence of MAR). 

			According to Nikneshan et al. (10) the diagnostic sensitivity and specificity without MAR were higher than the values in the presence of MAR (10). Oliveira et al. (11) concluded that application of MAR had a negative effect on the detection of VRF in teeth without root canal filling, and in teeth with gutta-percha root filling material, and metal posts. De Rezende Barbosa et al. (12)reported that applying MAR did not improve the diagnosis of VRFs. Moreover, they added that the diagnostic accuracy was lower for teeth with cast pins, irrespective of applying MAR algorithm. Similarly, Bechara et al. (13) and Bezerra et al. (14)showed that application of MAR algorithm decreased image artifacts but had no positive effect on diagnostic specificity and accuracy of detection of VRFs. In a research by Dalili Kajan et al. (15) the specificity of CBCT images with MAR was lower than CBCT images without MAR, results showed that the sensitivity of images with MAR for detection of VRFs in the presence of posts and pins was greater than the sensitivity of images without MAR. In a study by Fontenele et al. the ROC curve and sensitivity values were not significantly different in different tube currents, irrespective of presence/absence of implant and MAR algorithm. The specificity values were not significantly different among multiple tube currents; however, the specificity was significantly different in presence and absence of dental implant, and it was lower in presence of dental implants (4). The present results revealed that application of MAR decreased sensitivity, specificity and diagnostic accuracy in close and distant scenarios compared to the absence of MAR. Moreover, the diagnostic accuracy, sensitivity, and specificity in distant scenario were higher than the corresponding values in the close tooth-implant distance. 

			Saati et al. (16) and Freitas et al. (17) showed that generated artifacts mimicked the fracture pattern, and caused a false positive result, also the application of MAR improved specificity and diagnosis of VRFs (16,17). 

			CBCT scanners use specific image reconstruction algorithms that affect image quality and enhance diagnosis. Nonetheless, adjustable parameters, such as FOV and voxel size have significant effects on the final image. Although there is little information available about CBCT manufacturers and the way MAR algorithms work, it is assumed that they are engaged in response to a certain threshold. The gray values of very hypodense or hyperdense streaks of high-density materials like gutta-percha and metal items (like dental implants) are modified, allowing for a more precise identification of any structure that deviates from the gray value threshold (18).The fracture line and dentin density were almost the same when using MAR algorithm, which is the most probable explanation for the reduction in diagnostic accuracy in the use of MAR. 

			For the detection of VRFs, the image quality should be high enough to reconstruct the hypodense fracture line in contrast to the adjacent structures. CBCT image quality is affected by a number of different factors, such as FOV (a large FOV has lower contrast and spatial resolution than a small FOV), voxel size, signal/noise ratio, contrast, spatial resolution, scattering, artifacts, detector quality, and image reconstruction algorithms (11). Voltage (kVP) is among the most influential parameters on artifact generation, probably because it is responsible for the energy level of photons. Theoretically, higher voltage levels translate to higher mean energy levels of photons, which are less filtered by metal objects and result in less artifact generation (16). Therefore, selecting different parameters like voltage in different studies can affect the final results. Aside from different parameters, the type of implant alloy, the type of CBCT scanner, and factors like bone density can affect the severity of artifacts, irrespective of the type of dental implant alloy (19). Panjnoush et al. (20) evaluated the effect of exposure parameters on the amount of metal artifacts generated by different CBCT scanners, and concluded that increasing the voltage decreased the metal artifacts. 

			Although MAR algorithm can increase image quality by noise reduction around dental materials on images, it does not necessarily have a positive effect on diagnostic accuracy (21). It was reported that MAR algorithm may effectively enhance the diagnosis of VRFs when artifacts are generated in an area other than the site of respective tooth, especially because it does not interfere with the amount of beams received by the patient. Moreover, MAR algorithms have different performances depending on the type of scanner, FOV, and material properties (22,23), which can explain the difference between the results of Saati et al. (16)and Freitas et al. (17) with the present findings. 

			Conclusion 

			The current findings showed that the MAR algorithm's use had no beneficial influence on the CBCT's diagnostic precision for detecting VRF in teeth both close and distant from a dental implant. In general, instances distant from the implant have a more accurate diagnosis than those close to the implant.

			Limitations

			The limitation of research work was the loss of roots during induce VRF.

			Suggestions

			Future studies are required to assess the effect of different materials simulating the effect of soft tissue on quality of CBCT images to better simulate the clinical setting under in vitro conditions.
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ABSTRACT: Three-dimensional cone-beam computed tomography (CBCT) has an
important role in the detection of vertical root fractures (VRFs). The effect of artifact
generation by high-density objects like dental implants on image quality was well
documented. This study aimed to assess the effect of tooth-implant distance and the
application of metal artifact reduction (MAR) algorithm on the detection of VRFs on
CBCT scans. This study was conducted on 20 endodontically treated single-rooted
teeth. VRFs were induced in 10 teeth, while the other 10 remained intact. The implant
was inserted in the right second premolar socket area, and two teeth were inserted in
right canine and right first premolar sockets area randomly and underwent CBCT with
and without the application of MAR algorithm. SPSS 21 was used to analyze the results
(alpha=0.05). According to the findings of this study, all four variables of sensitivity,
spegcificity, accuracy, and positive predictive values in diagnosis were higher in cases
without MAR software at both close(roots in first premolar sockets) and far distances
(roots in canine sockets) from the implant. However, the highest rate of diagnosis
accuracy of the first and second radiologists was in the far distance group from the
implant without MAR, and the lowest rate of diagnosis accuracy in the first and second
radiologists was in the close distance to the implant. Applying MAR algorithm had no
positive effect on detection of VRFs on CBCT scans in both close and distant scenarios.

SALEMI F., MOUSAVI Z., VAHEDPOUR H., FARHADIAN M., 2023: Effect of Dental Distance from Implant and MAR Algorithm on the Detection of
Vertical Root Fracture in CBCT Images.-ODOVTOS-Int. J. Dental Sc., 25-2 (May-August): 65-77.
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